A novel deflection shape function for rectangular capacitive micromachined ultrasonic transducer diaphragms

Zhou Zheng, Weijie Sun, Xudong Su, Lawrence L.P. Wong, Zhendong Sun, John T.W. Yeow

A highly accurate analytical deflection shape function that describes the deflection profiles of capacitive micromachined ultrasonic transducers (CMUTs) with rectangular membranes under electrostatic pressure has been formulated. The rectangular diaphragms have a thickness range of 0.6–1.5 μm and a side length range of 100–1000 μm. The new deflection shape function generates deflection profiles that are in excellent agreement with finite element analysis (FEA) results for a wide range of geometry dimensions and loading conditions. The deflection shape function is used to analyze membrane deformations and to calculate the capacitances between the deformed membranes and the fixed back plates. In 50 groups of random tests, compared with FEA results, the calculated capacitance values have a maximum deviation of 1.486% for rectangular membranes. The new analytical deflection function can provide designers with a simple way of gaining insight into the effects of designed parameters for CMUTs and other MEMS-based capacitive type sensors.

1. Introduction

Capacitive micromachined ultrasonic transducers (CMUTs) have been making significant impact in many fields such as medical diagnostic ultrasound, structural health detecting and real-time monitoring of machinery operation [1,2]. CMUT-based sensors are ideal for these purposes due to their high sensitivity, small size, low mass, long lifetime and low power requirement. A CMUT with a rectangular diaphragm is shown in Fig. 1. It consists of a dielectric spacer-supported clamped rectangular diaphragm and a fixed back plate, which are separated by a thin gap. When an external pressure is exerted onto the sensor, the top membrane will deform, leading to a dynamic change in the capacitance between the deformed membrane and the fixed back plate [3].

Highly accurate analytical deflection shape functions that describe the deflection of deformed CMUT membranes will not only provide the insight into the CMUT design methodology but also ascertain the effect of specific geometry parameters [4–11]. For these reasons, deflection shape functions of square and circular membranes have been widely studied by many authors.

Plate theory is often applied to capture the functional form of the deformation curve. The transverse deflection ω(x, y) of any point (x, y) on a uniformly loaded diaphragm can be obtained by energy minimization method [12]. However, this method is computationally intensive as solutions of numerous simultaneous nonlinear equations are required. Some simple analytical deflection models, the accuracy of which depends mainly on the deformed membrane shape, have been used to predict the deformed curves of square membranes. The deflection model of a rigidly clamped square membrane under a uniform external pressure was first presented as a cosine-like function as [12]

\[
ω(x, y) = ω₀ \cdot \cos \frac{πx}{2a} \cdot \cos \frac{πy}{2a},
\]

where a is half the side length of the diaphragm and ω₀ is the center deflection. This function describes the general membrane deflection shape, but not accurately. In order to achieved desirable accuracy, authors in [13] expanded the function with two more terms to yield

\[
ω(x, y) = ω₀ \left[ 1 + 0.4 \frac{x^2 + y^2}{a^2} + 1.16 \frac{x^2y^2}{a^4} \right] \cdot \cos \frac{πx}{2a} \cdot \cos \frac{πy}{2a}.
\]

However, authors in [14] pointed out that function (2) fails to catch the deflection profiles of thick membranes, although it agree well with those of thin and large ones. And a new deflection model was introduced in [14] to cover different cases by squaring the cosine terms and adding a new term.
is first obtained by solving a load–deflection model, then the deformed diaphragm shape \( \psi(x, y) \), which is independent from the center deflection, is calculated and multiplied by \( \omega_0 \) to obtain the complete deflection profile. The load–deflection model of a square diaphragm under a uniform pressure \( P_{\text{M}} \) can be expressed as [15]

\[
P_M = \frac{C_1 \sigma_0 h}{a^2} + \frac{C_3 12 D}{a^4} \omega_0 + C_4 f_s(v) \frac{E h}{a^2(1 - v^2)} \omega_0^3
\]

where \( \sigma_0 \) is residual stress, \( h \) is membrane thickness, \( v \) is Poisson’s ratio. The Poisson’s ratio dependent function \( f_s(v) \) is given as \( f_s(v) = \frac{1 - 2v}{1 - v} \). \( D \) is the flexural rigidity of the membrane expressed as \( D = \frac{E h^3}{12(1 - v^2)} \), where \( E \) is the Young’s modulus of the diaphragm material. The constants \( C_1, C_3 \) and \( C_4 \) are determined by comparing the deflection profiles in (3) with finite element analysis (FEA) results [16].

Following the two-step process, the analytical deflection model for CMUT with square membrane was presented as [15]

\[
\omega(x, y) = \omega_0 \left( 1 - \frac{x^2}{a^2} \right)^2 \left( 1 - \frac{y^2}{a^2} \right)^2 \sum_{n=0}^{N} c_n \left( \frac{x^2 + y^2}{a^2} \right)^n
\]

The polynomial basis function was substituted for cosine basis function and higher accuracy was obtained. Function (4) was subsequently used to calculate the capacitance values of CMUTs by formula as

\[
C_{\text{Deform}} = \varepsilon_0 \int \frac{dxdy}{d_0 - \omega(x, y)}
\]

where \( d_0 \) is the gap thickness, and \( \varepsilon_0 \) is the permittivity of free space, given as \( \varepsilon_0 = 8.85 \times 10^{-12} \text{ F/m} \).

It has been shown that FEA provides highly accurate deflection profiles for CMUT membranes and other MEMS-based transducers [17–21]. But it does not give an insight into the influences of the device geometries on CMUTs as analytical models do. The capacitance calculated by the analytical deflection models (2) and (4) has a good agreement with the FEA results for square diaphragms [15]. However, deflection shape function of rectangular membranes has never been studied, probably due to their complexities in deflection shape. In fact, rectangular membranes are worth studying because they have shown the potential in improving the fill factor and the performance of CMUTs compared with square ones [22,23].

As mentioned above, the accuracy of the analytical deflection model depends not only on the diaphragm’s center deflection \( \omega_0 \), but also on the shape of the deformed membrane \( \psi(x, y) \). This paper focuses on the determination of the deformed diaphragm shapes. We will study a much more general case of membranes and formulate highly accurate deflection shape functions for CMUTs with rigidly clamped rectangular membranes. A data fitting technique is applied to identify the parameters in the deflection shape function by using MATLAB. The effectiveness of the deflection shape function will be illustrated by comparing the predicted deflection profiles with FEA results (using ANSYS 15.0 software, ANSYS Inc.). For various clamped CMUT membranes with different geometry dimensions and loading conditions, the new deflection shape function shows excellent agreement with corresponding FEA results.

### 2. Finite element analysis of CMUT

The 3D FEA model is chosen to simulate the deformation of the membrane. In the finite element simulation, a DC bias voltage (expressed as \( U \)) is applied between the electrodes to exert an electrostatic force on the diaphragm. As the bias voltage increases from zero across the membrane and the fixed back plate, the distance between them would decrease until the two plates suddenly snap into contact. This behavior is called the pull-in effect, and the transition voltage is called pull-in voltage. The loading condition on the diaphragm which causes pull-in effect is neglected in the simulation. The device specifications in our simulations are listed in Table 1.

The membrane is modeled by SOLID 186 element while TRANS 126 is employed to apply the electrostatic force on the diaphragm. Considering the symmetrical characteristic of the diaphragm, we use only 1/4 of the diaphragm in the simulation so as to improve the computational efficiency. For boundary conditions, the edges of the membrane are strictly clamped. As shown in Table 2, comparison of center deflections between our simulation results and those in [15] has been conducted to verify the effectiveness of our simulation method. Note that the top electrode is ignored at first to keep consistent with simulations in [15].

It can be observed from Table 2 that our simulation results are nearly the same as those in [15], thus demonstrating that our simplified simulation method insures the accuracy while improving the operational speed.

To simulate the practical operation of CMUTs, a top electrode is added in the finite element model. It has the same width and

### Table 1

<table>
<thead>
<tr>
<th>Parameter (Unit)</th>
<th>Si3N4 diaphragm</th>
<th>Al electrode</th>
</tr>
</thead>
<tbody>
<tr>
<td>Young’s modulus (GPa)</td>
<td>169</td>
<td>67.8</td>
</tr>
<tr>
<td>Poisson ratio</td>
<td>0.3</td>
<td>0.3555</td>
</tr>
<tr>
<td>Density (kg/m³)</td>
<td>2332</td>
<td>2700</td>
</tr>
<tr>
<td>Residual stress (MPa)</td>
<td>50</td>
<td>10</td>
</tr>
</tbody>
</table>
length as those of the diaphragm, while its thickness is 1/10 of the membrane thickness. Uniform pressure is withdrawn in the following simulations because pressure on CMUTs are generally not uniform in practical situations.

### 3. New deflection shape functions

In this section, the analytical deflection model for CMUTs with rectangular diaphragms is established. The rectangular diaphragms of interest have a thickness range of 0.6–1.5 μm and a side length range of 100–1000 μm. Each side of the rectangular diaphragm is rigidly clamped and the deflection profile is determined by inner strain in the x and y directions as well as external pressure from the z direction. In the analytical model, a is half of the long side, b is half of the short side, h is the thickness of membrane, and \( n \equiv a/b (n \geq 1) \) denotes the aspect ratio.

Assuming that the deflection shape function for the rectangular membranes is similar to that for the square ones in [15] and has the following form

\[
\omega(x, y) = \left(1 - \frac{x^2}{a^2}\right)^2 \left(1 - \frac{y^2}{b^2}\right)^2 \left(1 + c_1 \frac{x^2}{a^2} + c_2 \frac{y^2}{b^2} + c_3 \frac{y^2}{b^2} + c_4 \frac{x^2}{a^2} \frac{y^2}{b^2}\right),
\]

where the parameters \( c_1, c_2, c_3 \) and \( c_4 \) are determined by comparing the function with the FEA results. \( \omega(x, 0) \) and \( \omega(0, y) \) represent the deflection shape of the diaphragm along x-axis and y-axis, respectively.

**Fig. 2** shows the deviation error from the FEA results with the aspect ratio \( n \) against the standardized coordinate of x-axis and y-axis when the membrane thickness is 1 μm. Negligible deviation error can be observed from **Fig. 2(b)** as \( n \) varies from 1 to 10, which reveals that function (6) can well predict the deformation profile along y-axis. However, **Fig. 2(a)** shows that the deviation error along x-axis is significant when the aspect ratio \( n \) is greater than four, while it is negligible when \( n \) is less than 4. Therefore, the function should be modified to improve the accuracy, especially in the cases when \( n \geq 4 \).

To achieve this goal, basic functions must be selected first. It is known that some basic functions have been used in \( \omega'(x, y) \) to capture the deformed nonlinear behavior of the diaphragms [12–15]. \( R_1(x), R_2(x) \) and \( R_3(x) \) are some of them that have been employed in previous researches in square diaphragm cases

\[
R_1(x) = \left(1 - \left(\frac{x^2}{a^2}\right)\right)^2,
\]

\[
R_2(x) = \cos\left(\frac{\pi x}{2a}\right),
\]

\[
R_3(x) = \cos^2\left(\frac{\pi x}{2a}\right).
\]

Investigations have been conducted to determine whether these basic functions are still available for rectangular membranes. Two membranes with different geometry dimensions are employed to represent each case \( (n < 4 \text{ and } n \geq 4) \). **Figs. 3 and 4** show comparisons of curve shapes between the basic functions and the FEA results when \( n < 4 \) and \( n \geq 4 \), respectively. Both figures reveal that the existing basic functions, \( R_1 \) in particular, are still able to describe the general shape of the deformed membrane along y-axis. It can be observed from **Fig. 3(a)** that they are also available for x-axis when \( n < 4 \). However, in the case of \( n \geq 4 \), as shown in **Fig. 4(a)**, all the three function fail to capture the deformed curve along x-axis.

For further investigation, method of least squares is employed to estimate the errors between the basic functions and the FEA results. The values of \( S_1, S_2 \) and \( S_3 \), which are the summed squares of residuals between the FEA results and functions \( R_1, R_2 \) and \( R_3 \), and calculated by 21 data points, respectively, are shown in **Table 3**.

**Table 2** Comparison of center deflections of square membranes between our simulation results and those in [15], \( b = 100 \mu m, \ v_0 = 3 \mu m, \ v_1 = 100 \ MPa, \ U = 12 \ V \).

<table>
<thead>
<tr>
<th>Deflection</th>
<th>( h (\mu m) )</th>
<th>( P_{th} (kPa) )</th>
<th>( c_0 (\mu m) )</th>
</tr>
</thead>
<tbody>
<tr>
<td>Small</td>
<td>1</td>
<td>20</td>
<td>0.43</td>
</tr>
<tr>
<td></td>
<td>2</td>
<td>160</td>
<td>1.08</td>
</tr>
<tr>
<td></td>
<td>3</td>
<td>400</td>
<td>1.18</td>
</tr>
<tr>
<td>Large</td>
<td>1</td>
<td>60</td>
<td>1.16</td>
</tr>
<tr>
<td></td>
<td>2</td>
<td>480</td>
<td>2.50</td>
</tr>
<tr>
<td></td>
<td>3</td>
<td>1000</td>
<td>2.49</td>
</tr>
</tbody>
</table>

Apparenty, the same conclusion can be drawn from **Table 3** as that from the curve comparisons. Therefore, a new basic function should be found for x-axis when \( n \geq 4 \), while function \( R_1 \) could serve as the basic function for other cases.

By comparing the deformed membrane curve with an exponential function in **Fig. 5**, it can be observed that the curve of the new function is close to that of the FEA results. Besides, the summed square of residuals between the new function and the FEA results is calculated as 0.36 along x-axis, much less than previous estimated values. Therefore, the exponential function

\[
R_4(x) = 1 - 0.2e^{-x}
\]

is proposed as the new basic function to capture the deformed shape of the membrane along x-axis when \( n \geq 4 \).

![Deviation error from FEA results with n against standardized coordinate.](image-url)
and

\[ x + y \]

have to be tuned

\[ x + y \]

\[ n \]

\[ n \]

\[ n \]

The summed square of residuals between the basic functions and the FEA results.

**Membrane 1:** The following analytical model is proposed to adjust to the changing geometry dimensions every time the geometry dimension of the diaphragm changes. So where

\[ f_l \]

when

\[ n \]

After selecting the basic functions, the next step is establishing deflection shape function. Although function \( f(n, h) \) is quite accurate when \( 1 \leq n < 4 \), the parameters \( c_1 \), \( c_2 \), \( c_3 \), and \( c_4 \) have to be tuned every time the geometry dimension of the diaphragm changes. So the following analytical model is proposed to adjust to the changing geometry dimensions

\[
\omega'_{4n<4}(x, y) = \left(1 - \frac{x^2}{a^2}\right)^2 \left(1 - \frac{y^2}{b^2}\right)^2 \left(1 + f_l(n, h) \frac{x^2}{a^2} + f_s(n, h) \frac{x^4}{a^4} + f_{l1}(n, h) \frac{y^2}{b^2} + f_{s1}(n, h) \frac{y^4}{b^2}\right)
\]

where \( f_l(n, h) \), \( f_s(n, h) \), \( f_{l1}(n, h) \) and \( f_{s1}(n, h) \) are functions of \( n \) and \( h \), which have a form as function \( (12) \).

\[ f(n, h) = (p_{14}n^4 + p_{13}n^3 + p_{12}n^2 + p_{11}n + p_{10})h^3 + (p_{24}n^4 + p_{23}n^3 + p_{22}n^2 + p_{21}n + p_{20})h^2 + (p_{34}n^4 + p_{33}n^3 + p_{32}n^2 + p_{31}n + p_{30})h + (p_{44}n^4 + p_{43}n^3 + p_{42}n^2 + p_{41}n + p_{40}) \]

\[ (12) \]

\( p_{00} \), \( r = 0 \), \( 1 \), \( 2 \), \( 3 \), \( k = 0 \), \( 1 \), \( 2 \), \( 3 \), \( 4 \), are corresponding coefficients. 30 and 70 sets of data are used to determine the coefficients of \( f_s(n, h) \), \( i = 1 \), \( 2 \) and \( f_r(n, h) \), \( i = 1 \), \( 2 \), respectively. For each set of data \( f_s(n, h) \) and \( f_r(n, h) \) are firstly calculated as constants using curve fitting tool in MATLAB. Subsequently, the constants are employed to determine the coefficients \( p_{ij} \) by surface fitting tool in MATLAB. The corresponding coefficients are given in Table 4.

After selecting the basic functions, the next step is establishing deflection shape function. Although function \( (6) \) is quite accurate when \( n \leq 4 \), the parameters \( c_1 \), \( c_2 \), \( c_3 \), and \( c_4 \) have to be tuned every time the geometry dimension of the diaphragm changes. So

\[
\omega'_{4n<4}(x, y) = \left(1 - \frac{x^2}{a^2}\right)^2 \left(1 - \frac{y^2}{b^2}\right)^2 \left(1 + f_l(n, h) \frac{x^2}{a^2} + f_s(n, h) \frac{x^4}{a^4} + f_{l1}(n, h) \frac{y^2}{b^2} + f_{s1}(n, h) \frac{y^4}{b^2}\right)
\]

where \( f_l(n, h) \), \( f_s(n, h) \), \( f_{l1}(n, h) \) and \( f_{s1}(n, h) \) are functions of \( n \) and \( h \), which have a form as function \( (12) \). And the overall deflection shape function when \( n \geq 4 \) is proposed as follows:

**Membrane 1:**

\[ n = 1.5 \]

\[ a = 90 \mu m \]

\[ b = 60 \mu m \]

\[ h = 1 \mu m \]

\[ U = 130 \text{ V} \]

**Membrane 2:**

\[ n = 6 \]

\[ a = 360 \mu m \]

\[ b = 60 \mu m \]

\[ h = 1 \mu m \]

\[ U = 120 \text{ V} \]

**Fig. 3.** Comparison of FEA results with existing basic functions. \( n = 1.5 \), \( a = 90 \mu m \), \( b = 60 \mu m \), \( h = 1 \mu m \). \( U = 130 \text{ V} \).

**Fig. 4.** Comparison of FEA results with existing basic functions. \( n = 6 \), \( a = 360 \mu m \), \( b = 60 \mu m \), \( h = 1 \mu m \). \( U = 120 \text{ V} \).

<table>
<thead>
<tr>
<th>Membrane</th>
<th>Axis</th>
<th>( S_1 )</th>
<th>( S_2 )</th>
<th>( S_3 )</th>
</tr>
</thead>
<tbody>
<tr>
<td>Membrane 1</td>
<td>x-axis</td>
<td>0.18</td>
<td>0.37</td>
<td>0.04</td>
</tr>
<tr>
<td></td>
<td>y-axis</td>
<td>0.02</td>
<td>0.09</td>
<td>0.19</td>
</tr>
<tr>
<td>Membrane 2</td>
<td>x-axis</td>
<td>3.43</td>
<td>4.06</td>
<td>1.70</td>
</tr>
<tr>
<td></td>
<td>y-axis</td>
<td>0.01</td>
<td>0.08</td>
<td>0.21</td>
</tr>
</tbody>
</table>

Table 3

The summed square of residuals between the basic functions and the FEA results.

**Membrane 1:** \( n = 1.5 \), \( a = 90 \mu m \), \( b = 60 \mu m \), \( h = 1 \mu m \). \( U = 130 \text{ V} \); **membrane 2:** \( n = 6 \), \( a = 360 \mu m \), \( b = 60 \mu m \), \( h = 1 \mu m \). \( U = 120 \text{ V} \).
corresponding coefficients are listed in Table 4.

\[
\alpha_{n>4}(x, y) = \left(1 - 0.2/\alpha_0(n, h) R(x)\right) \left(1 - y^2/b^2\right) \frac{x^2}{a^2} + f_{12}(n, h) \frac{x^4}{a^4} + f_{13}(n, h) \frac{y^2}{b^2} + f_{14}(n, h) \frac{y^4}{b^2} \tag{14}
\]

40 sets of data are used to determine functions \(f_j(n, h)\), and the corresponding coefficients are listed in Table 4.

Eqs. (11) and (14) can be combined by using a piecewise function to derive an analytical deflection shape function for rectangular membranes whenever \(n \geq 1\) as

\[
\omega'(x, y) = h(c - n) \cdot \omega_{1<n<4}(x, y) + h(n - 4) \cdot \omega_{n>4}(x, y), \quad n \geq 1 \tag{15}
\]

where the piecewise function is defined as \(h(t) = \begin{cases} 0, & t < 0 \\ 1, & t \geq 0 \end{cases} \) and \(c\) is a positive constant infinitely approaching 4 but less than 4.

Subsequently, the analytical deflection model for rigidly clamped rectangular membranes can be achieved by multiplying \(\omega_0\) and \(\omega'(x, y)\) as

\[
\omega(x, y) = \omega_0 \cdot \omega'(x, y). \tag{16}
\]

4. Deflection model validation

The validity of analytical deflection model (16) can be verified in two aspects: similarity of deformed curves and error in capacitance values between model calculated results and FEA results. The gap thickness \(d_0\) is given as 2 \(\mu\)m in all the tests. As a result, the maximum deflections of membranes are near 0.7 \(\mu\)m in the non-collapse mode. As small and large deflection are relative concept, deflections near 0.7 \(\mu\)m are considered as large deflections in this chapter, while deflections less than 20% of membrane thicknesses are treated as small deflections. Similarly, membrane thicknesses near 0.6 \(\mu\)m are seen as thin membranes and those near 1.5 \(\mu\)m are considered as thick ones. Different cases will be investigated in the following.

4.1. Similarity of deformed curves

Figs. 6 and 7 show comparisons of FEA-derived-deflection profiles with model-predicted deflection curves for small deflection case for diaphragms with \(n = 1.5\) and \(n = 5\), respectively. The deflection profiles are plotted from the diaphragms center along
Fig. 6. Comparison of FEA deflection profiles with the new model for membranes with \( n = 1.6 \) for small deflection.

(a) \( a = 80\,\mu m, b = 50\,\mu m, h = 0.6\,\mu m, U = 70V \)

(b) \( a = 80\,\mu m, b = 50\,\mu m, h = 1.5\,\mu m, U = 170V \)

Fig. 7. Comparison of FEA deflection profiles with the new model for membranes with \( n = 5 \) for small deflection.

(a) \( a = 250\,\mu m, b = 50\,\mu m, h = 0.8\,\mu m, U = 80V \)

(b) \( a = 250\,\mu m, b = 50\,\mu m, h = 1.4\,\mu m, U = 150V \)

Fig. 8. Comparison of FEA deflection profiles with the new model for membranes with \( n = 1.6 \) for large deflection.

(a) \( a = 80\,\mu m, b = 50\,\mu m, h = 0.6\,\mu m, U = 147V \)

(b) \( a = 80\,\mu m, b = 50\,\mu m, h = 1.5\,\mu m, U = 365V \)
Fig. 9. Comparison of FEA deflection profiles with the new model for membranes with $n = 5$ for large deflection.

(a) $a = 250\mu m, b = 50\mu m, h = 0.8\mu m, U = 170V$

(b) $a = 250\mu m, b = 50\mu m, h = 1.4\mu m, U = 300V$

Fig. 10. Deflection profiles of a membrane under different DC bias voltages. $a = 80\mu m, b = 50\mu m, h = 0.6\mu m$.  

(a) $U = 70V$

(b) $U = 147V$

Fig. 11. Deflection profiles of a membrane under different DC bias voltages. $a = 250\mu m, b = 50\mu m, h = 1.4\mu m$.  

(a) $U = 150V$

(b) $U = 300V$
x-axis, y-axis and diagonal direction towards the top right corner of clamped diaphragms. Although a slight error appears along x-axis when \( h = 1.4 \) \( \mu m \) and \( n = 5 \), it is acceptable considering the error is extremely small. Overall, excellent agreement between the new analytical model and the FEA results can be observed for both thin and thick membranes.

The same diaphragms under relatively larger DC bias voltages are employed for comparisons for large deflection case, shown in Figs. 8 and 9. It can be observed that the model-predicted deflection profiles are still in excellent agreement with the corresponding FEA results for membranes with different thicknesses and aspect ratios. The figures clearly demonstrate that the new deflection model (16) is able to accurately describe the deformation of rectangular membranes under electrostatic pressure.

Now that the effectiveness of the new deflection model has been verified, it could be used to analyze the deflections of rectangular membranes. Figs. 10 and 11 show deflection profiles of two membranes under different DC bias voltages. From each figures, it can be seen that different loading conditions do not have much influence on the deflection shape of the membrane while they mainly affect the center deflection. And comparison between Figs. 10 and 11 shows that deflection shapes of membranes with different aspect ratios and thicknesses have significant difference. Specifically, Fig. 11 reveals that most of the deflection of the membrane with aspect ratio 5 occurs in the center, which makes the added length (the two ends) not that useful because it does not deflect by much. Therefore, such design of membrane could be improved by shortening the length or extending the width.

### 4.2. Error in capacitance values

The capacitance values of CMUTs can be calculated by combining deflection model (16) and formula (5). 50 groups of membranes of different kinds (thin and thick, diverse aspect ratios, large deflection and small deflection, different loading conditions) are employed to validate the new deflection model. Some of the typical comparisons between the model-calculated capacitance values and the FEA-derived results are listed in Table 5. And high accuracy of the model-calculated results can be observed from the table. To be more specific, the maximum deviation from the FEA results is 2.433% in the 50 groups of random tests.

### 5. Conclusions

A new deflection shape function that predicts the deflection profiles of CMUTs with rectangular membranes has been proposed. It is established to accurately describe the deformations of CMUT membranes with a wide range of geometry dimensions and

---

**Table 5**

Comparison of capacitance values between new model-calculated results and FEA results. \( d_0 = 2 \) \( \mu m \) for all cases.

<table>
<thead>
<tr>
<th>Deflection</th>
<th>a (( \mu m ))</th>
<th>b (( \mu m ))</th>
<th>h (( \mu m ))</th>
<th>U (V)</th>
<th>( \phi_0 ) (( \mu m ))</th>
<th>Capacitance value (( fF ))</th>
<th>%AC [FEA − analytical]</th>
</tr>
</thead>
<tbody>
<tr>
<td>Small</td>
<td>50</td>
<td>50</td>
<td>0.6</td>
<td>75</td>
<td>0.085</td>
<td>44.932</td>
<td>44.892</td>
</tr>
<tr>
<td></td>
<td>50</td>
<td>50</td>
<td>1.5</td>
<td>200</td>
<td>0.079</td>
<td>44.828</td>
<td>44.818</td>
</tr>
<tr>
<td></td>
<td>180</td>
<td>60</td>
<td>0.7</td>
<td>55</td>
<td>0.104</td>
<td>195.726</td>
<td>195.361</td>
</tr>
<tr>
<td></td>
<td>180</td>
<td>60</td>
<td>1.3</td>
<td>100</td>
<td>0.103</td>
<td>195.435</td>
<td>195.225</td>
</tr>
<tr>
<td></td>
<td>420</td>
<td>70</td>
<td>0.6</td>
<td>40</td>
<td>0.105</td>
<td>535.196</td>
<td>534.343</td>
</tr>
<tr>
<td></td>
<td>420</td>
<td>70</td>
<td>1.5</td>
<td>85</td>
<td>0.088</td>
<td>531.944</td>
<td>531.267</td>
</tr>
<tr>
<td></td>
<td>325</td>
<td>250</td>
<td>0.6</td>
<td>11</td>
<td>0.100</td>
<td>1471.392</td>
<td>1463.600</td>
</tr>
<tr>
<td></td>
<td>325</td>
<td>250</td>
<td>1.5</td>
<td>20</td>
<td>0.114</td>
<td>1472.576</td>
<td>1466.000</td>
</tr>
<tr>
<td>Large</td>
<td>50</td>
<td>50</td>
<td>0.6</td>
<td>185</td>
<td>0.684</td>
<td>50.807</td>
<td>50.704</td>
</tr>
<tr>
<td></td>
<td>50</td>
<td>50</td>
<td>1.5</td>
<td>485</td>
<td>0.702</td>
<td>50.342</td>
<td>50.600</td>
</tr>
<tr>
<td></td>
<td>180</td>
<td>60</td>
<td>0.7</td>
<td>115</td>
<td>0.661</td>
<td>225.126</td>
<td>224.686</td>
</tr>
<tr>
<td></td>
<td>180</td>
<td>60</td>
<td>1.3</td>
<td>205</td>
<td>0.671</td>
<td>223.296</td>
<td>224.573</td>
</tr>
<tr>
<td></td>
<td>420</td>
<td>70</td>
<td>0.6</td>
<td>83</td>
<td>0.702</td>
<td>641.708</td>
<td>642.641</td>
</tr>
<tr>
<td></td>
<td>420</td>
<td>70</td>
<td>1.5</td>
<td>185</td>
<td>0.703</td>
<td>631.776</td>
<td>633.984</td>
</tr>
<tr>
<td></td>
<td>325</td>
<td>250</td>
<td>0.6</td>
<td>22</td>
<td>0.621</td>
<td>1670.552</td>
<td>1629.900</td>
</tr>
<tr>
<td></td>
<td>325</td>
<td>250</td>
<td>1.5</td>
<td>38</td>
<td>0.645</td>
<td>1657.636</td>
<td>1628.800</td>
</tr>
</tbody>
</table>

---

**Fig. 12.** Flowchart of how the new model is used in practice.
loading conditions. The predictions of membrane deflection profiles show excellent agreements with FEA results. Fig. 12 is a flow-chart that shows how the new deflection model is used in practice. First of all, the membrane parameters such as material properties, geometry dimensions and loading conditions are used to calculate the diaphragm’s center deflection \( \omega_0 \) by FEM. The load on the membrane will be reduced if it causes pull-in effect. Then the center deflection \( \omega_0 \) is substituted into model (16) to compute the deflection profile \( \omega(x, y) \). Subsequently, the capacitance between the deformed membrane and the fixed back plate is calculated using Eq. (5). The highly accurate deflection shape function we have developed provides a simple and easy method for designers to analyze the effects of the design parameters such as geometry dimensions on the performance of CMUTs.

Conflict of interest

The authors declare that there are no conflict of interest.

Acknowledgements

This work is supported by National Basic Research Program of China (973 program) under Grant 2014CB845302 and by National Natural Science Foundation of China (973 program) under Grants 61374036, 61273211, and Natural Science Foundation of Guangdong Province under Grant 2014A030313237, and by National Science and Engineering Research Council of Canada.

References